Measuring low concentrations of clinically-important biomarkers using porous bead-based labon-a-chip (LOC) platforms is critical for the successful implementation of point-of-care (POC) devices. One way to meet this objective is to optimize the geometry of the bead holder, referred to here as a micro-container. In this work, two geometric micro-containers were explored, the inverted pyramid frustum (PF) and the inverted clipped pyramid frustum (CPF). Finite element models of this bead array assay system were developed to optimize the micro-container and bead geometries for increased pressure, to increase analyte capture in porous bead-based fluorescence immunoassays. Custom micro-milled micro-container structures containing an inverted CPF geometry resulted in a 28% reduction in flow-through regions from traditional anisotropicallyetched pyramidal geometry derived from Si-111 termination layers. This novel "reduced flowthrough" design resulted in a 33% increase in analyte penetration into the bead and twofold increase in fluorescence signal intensity as demonstrated with C-Reactive Protein (CRP) antigen, an important biomarker of inflammation. A consequent twofold decrease in the limit of detection (LOD) and the limit of quantification (LOQ) of a proof-of-concept assay for the free isoform of Prostate-Specific Antigen (free PSA), an important biomarker for prostate cancer detection, is also presented. Furthermore, a 53% decrease in the bead diameter is shown to result in a 160% increase in pressure and 2.5-fold increase in signal, as estimated by COMSOL models and confirmed experimentally by epi-fluorescence microscopy. Such optimizations of the bead micro-container and bead geometries have the potential to significantly reduce the LODs and reagent costs for spatially programmed bead-based assay systems of this type.
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INTRODUCTION
Microfluidic LOC devices have received significant attention in the past two decades with a range of potential applications for detection of environmental, biological, and chemical agents. [1] [2] [3] [4] Through the miniaturization of existing components (i.e., chromatography paper and microspheres, mixers, micropumps, etc.), LOC devices offer a variety of benefits including high surface-to-volume ratios, rapid diffusion times, low sample and reagent volumes, low cost, reduced analysis times, portability, and on-site analysis of patient samples collected with minimal discomfort from body fluids, such as finger-stick blood or saliva. [5] [6] [7] [8] [9] [10] [11] [12] [13] In addition to rapid turnaround of results, some devices multiplex capability, simultaneously measuring a panel of biomarkers from a single sample for disease diagnosis, prognosis, and monitoring. [14] [15] [16] A great deal of effort has been directed towards development of lateral flow assays (LFAs) (i.e., dipstick assays) for POC devices due to their low cost and simplicity. 17 However, these simple dipstick assays typically suffer from lack of quantitation as well as poor performance at low concentrations. 18 On the other hand, enzyme-linked immunosorbent assays (ELISAs) and immunoassays completed with the Luminex platform deliver quantitative results, but require long incubation times (on the order of hours) making them impractical for use at the POC. 19 The ability to detect low concentrations of protein biomarkers using noninvasive sampling on a rapid time frame remains a critically important priority the LOC community. 20 Bead-based microfluidic platforms are attractive for these functions due to their enhanced reaction kinetics, reduced background noise, and potential for decreased system costs. [21] [22] [23] [24] [25] A variety of bead-based solid support types including gel, silica, polystyrene, magnetic, and agarose beads have been used to capture target biomolecules in both benchtop and microfluidic systems. 8, 21, 22, [26] [27] [28] [29] Porous forms of these beads demonstrate improved performance due to their large surface-to-volume ratios. 30, 31 The three-dimensional structure of porous beads can be more densely packed with immobilized capturing antibodies than their non-porous counterparts. The microporous geometry allows for greater capture efficiency and has potential to offer lower limits of detection. 32 Methods to increase binding capacity in porous beads have focused on tuning the pore size or modifying the chemical functionalization of the bead surface. 33, 34 Recent, alternative methods demonstrate that the capture rate of analytes in porous beads may be tailored by simple physical methods such as bead compression. Thompson and Bau reported a twofold increase in mass transfer rates for binding of biotin-functionalized quantum dots to streptavidin-coated agarose beads by periodically compressing and expanding the beads as compared to stationary beads. 35 Similarly, Ouyang and Liang found a twofold increase in adsorption rates when compressing chitosan beads in solutions containing dye molecules or nanoparticles. 36 Porous bead sensors may also be positioned into microfluidic components while free flowing analytes are transported by diffusion-and convection-driven flow to the porous medium. 37 Our group has developed a modular micro-bead array platform known as the programmable BioNano-Chip (p-BNC), designed for the capture and quantitation of soluble biomarkers. 38, 39 The p-BNC system contains an array of individually addressable agarose bead sensors, each confined in flow-through micro-cavities resembling inverted, square pyramid frustums (i.e., inverted PF microchip). In contrast to other stationary bead-based array platforms, the bead-based p-BNC system is unique as it utilizes some of the three-dimensional interior of agarose through pressuredriven flow that is induced by the confinement of beads in the microchip environment. Studying and optimizing integrated LOC systems using computational fluid dynamics is both cost-and time-effective. Previous computational fluid dynamic model studies characterized bio-agent capture and fluid flow dynamics for pressure-driven flow in the inverted PF microchip of the p-BNC system. 37 These results suggested that pressure-driven flow increases analyte capture within porous sensors.
In this paper we use computational simulations and experiments to examine the effect of microchip geometry and bead size in optimizing pressure-driven flow rates within the beadbased p-BNC system to enhance analyte binding in the context of the essential and wellcharacterized biomarkers: CRP and PSA. Because pressure build-up is generally proportional to flow-through area around the beads sitting in the micro-container, it is hypothesized that by using a new micro-container with smaller bypasses, increased pressure would be generated inside the bead chamber which would, in turn, force more analyte into the bead interior thereby producing a higher analyte-specific signal. While other groups have demonstrated the importance of optimizing geometries of microfluidic channels, biochips, and mixers to enhance performance of various LOC applications [40] [41] [42] [43] [44] [45] [46] [47] , to our knowledge, no other studies have examined the effects of bead and bead/micro-container geometries on the capture dynamics in porous stationary bead arrays.
RESULTS AND DISCUSSION
For the experimental portion of these studies, two key biomarkers are chosen as clinically relevant targets. First, CRP is selected as a model antigen here due to the fact that it serves as an acute phase reactant that is involved in multiple diagnostic settings. Both low and high sensitivity CRP tests are used for various cardiac indications. Recently, CRP has been found to be useful in profiling malnourished children who are most at risk of dying from bacterial infections. 48 In the case of trauma and radiation damage, CRP serum concentration are found to increase dramatically following the traumatic events as well as from accute radiation exposure. 49 The same biomarker is useful in diagnosis of lower respiratory tract infection, potentially reducing unnecessary use of antibiotics. 50 The second biomarker utilized in this study relates to prostate cancer (PC) diagnostics.
Current methods of screening for PC, the most common non-skin malignancy in American men, include measurements of serum levels of prostate specific antigen (PSA) produced primarily by the prostate. The biomarker PSA exists in the blood in four kallikrein forms: free PSA, intact PSA, complexed PSA and pro-PSA combined with kallikrein-related peptidase 2 (hK2).
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Measurement of PSA and its isoforms is widely used for PC early detection and recent efforts have been made to move PSA testing, primarily performed using ELISA to testing at the POC.
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The components of the p-BNC system used in this study are shown in Fig. 1A . For the analyte penetration depth and flow rate study, a prototype device constructed out of several layers of double-sided adhesive and polymer films was used. Individual layers were fabricated using a rapid prototyping method called xurography which utilizes a cutting plotter to create micro-channels that are aligned to form the fluid flow path. 54 The xurography approach allowed for the rapid development of reaction vessels and the associated fluidic network to test multiple geometries as required for these studies.
The biochip is at the heart of the detection system and is composed of a 3 × 4 array of microcontainers filled with agarose beads of 280 µm diameter. For these studies, the agarose beads were manually placed into the wells of the micro-container using tweezers under a dissecting In this report, the assay performance using the two micro-container geometries shown in Fig. 1B were compared. The first is a previously reported design constructed with tapered walls with angles of 54.7°, dictated by anisotropic etching of the crystalline lattice of silicon in the 111 direction plane. Using this process an inverted PF structure with micro-container dimensions of 623 ± 7.1 µm × 620 ± 1.9 µm at the top and 132 ± 4.5 µm × 130 ± 2.1 µm at the bottom with a height of 280 µm, was created, as shown in Fig. 1B(a) . To generate the second design, computer numerical control (CNC) was used to create a cone-like geometry that we refer to as an inverted CPF design with micro-container radii dimensions of 268 ± 4.6 µm at the top, 60 ± 2.5 µm at the bottom with a height of 280 µm, was created, as depicted in (Fig. 1B(b) ). The CPF structure was designed as the geometric intersection of the PF structure with an inverted conical frustum with a radius of 53 µm at the base. The image of the beads sitting in the wells in Fig. 1B shows large open regions at the corners of the micro-container, which we refer to as bypasses. However, the new custom-form micro-containers have a more rounded shape tailored to the bead geometry is generally proportional to flow-through area, we hypothesized that by using the inverted CPF micro-container with smaller bypasses, more pressure would be generated inside the bead chamber that would, in turn, force more analyte into the bead interior.
Optimization of the inverted CPF geometry: The optimized cone-like geometry was inspired from a former geometry, the inverted PF design, which was devoloped with several key design considerations, including uniform capture signal, maximum analyte capture, and the physical fit of the bead inside the micro-container. Furthermore, it should be appreciated that this prior design structure was created using an aniostroic etching process with use of Si 100 wafers.
The geometry of resulting etch pit was dictated by the silicon 111 etch plane geometry.
However, as these devices move closer to clinical practice, there has been a push away from the use of these expensive silicon wafers. From the challenge of switching the materials and processing bases comes the opportunity to refine the geometry to be more consistent with enahanced performance.
Initial designs included monolithic straight through, triangular prism-based bead holders with rounded corners, fabricated through SU-8 photolithographic methods. These design features provided some promising results, however, due to the variability in the fit between the bead and well, bead signals in the array exhibited both high inter-bead and intra-bead variation. As such, it was useful to adapt to the tapered wall feature similar to that of inverted pyramidal pits from anisotropically etched silicon (Fig. 1B) . This tapered design results in a more uniform flow around the medial slice of the beads where the highest signal occurs.
Initial computational modeling revealed that a true conical geometry micro-container provides the best performance. However, a cone design leads to high pressure buildups which create high potentials for device mechanical failures including the formation of leaks. Therefore, a cone-like geometry was chosen, which started with the former inverted PF design and clipped off the empty edges of the pyramid, hence the term "clipped". This situation creates a more rounded shape than the inverted PF design, but contains more bypass area than a true conical design. The clipping radius of the micro-container and the bypass area around the bead are the most important parameters for optimizing the performance of the structure. The extent of clipping is expressed by the clipping radius, defined as the distance from the center of the microcontainer to the clipped edge at a depth corresponding to the medial slice of a 280 µm bead diameter sitting in the well. Next, modeling of analyte capture by agarose beads under several clipping radii which revealed increased analyte capture as the clipping radius decreased. As such, several clipping radii were tested experimentally to determine the optimal geometry that does not result in leaks at typical flow rates used in the micro-bead array test ensembles. These clipping radii include 160, 170, and 180 µm. For the 160 µm clipping radius, flow rates ≥ 400 µL/min result in immediate leaks, and flow rates of 300 µL/min result in leaks after 45 s; no leaks are observed for flow rates ≤ 200 µL/min for up to 1 h. Subsequent experiments were performed using the micro-containers with a 160 µm clipping radius as it provided the best results ( Figure   1B ).
Pressure gain from custom micro-containers: Using a computational fluid dynamics model, we have previously shown that some pressure develops when fluid flows over agarose beads sitting in the wells of the inverted PF micro-container. This pressure was an important factor in increasing capture of analyte within porous agarose beads. As the fluid delivered to the array of beads was forced to flow through each bead sensor, a bypass area-dependent pressure gradient was observed at and around the beads while the pressure at the bottom of the wells dropped to zero. around the bead-well interface and drain exit. As a result, beads sitting in the inverted CPF micro-container exhibit higher pressure-driven internal flow due to the reduced bypass and higher flow rates in the container. This result is similar to the findings of Nischang and colleagues whereby geometry and size studies of the cross section of monolithic columns, used for chromatography separations, resulted in a significant increase in pressure as an effect of confinement of polymeric materials in very narrow conduits. 56 Note that other tapered microcontainer designs with similar bypass area may produce similar results.
Analyte capture and penetration depth in micro-container designs: While some polymer beads such as those made from silica and polystyrene rely primarily on binding of analyte at the bead's periphery, porous beads such as agarose have the capacity to bind more analyte due to their extended three-dimensional internal porous structure that offers a large density of binding sites. Achieving high binding capacity using a single bead sensor has been shown to be advantageous and allows for a reduction in reagent costs. We found that the use of microporous beads leads to a lowering of the limit of detection observed for the porous beads relative to standard solid spheres. 57 However, mass transfer of analytes to the interior of these threedimensional structures with small pore sizes is limited to diffusive and convective transport. 58 One effective way to circumvent this apparent shortcoming is the placement of beads in microcontainers and subjecting them to high pressures and high internal flow rates that are regulated by the size of the bypass around the bead as discussed above. The new clipped design achieved 23 times higher pressure compared to the inverted PF chip design in the computational model.
Further, computational fluid dynamics models predict higher quantities of analyte are driven into the porous bead by convective flow as it decreases the size of the analyte depletion region around the bead.
Analyte depletion around porous materials is generally difficult to measure experimentally.
However, by using theoretical simulations it is possible to gather important information (such as size) about the depletion region (area where the free analyte concentration is less than that of the bulk solution) surrounding the bead. Larger beads have larger depletion regions, assuming all other variables remain constant. For the theoretical simulations, the cutoff for the depletion width was defined as 90% to that of the bulk solution. 59 Using CRP as a model analyte, a depletion width of 30 µm was simulated using the inverted PF chip, which was decreased to 19 µm when the inverted CPF chip was used. Higher signal also means that a greater fraction of the analyte is captured as opposed to flowing through the bypasses. Therefore, the fractional capture efficiency, as estimated through simulations, was ~25% in the inverted CPF micro-container, a 4x increase from the inverted PF micro-structure.
This supports our hypothesis that reducing the bypass increases the rate of replenishment to the depletion region, the region local to the bead surface, thereby forcing more analyte into the bead interior.
In these studies, the dimensionless Péclet number (Pe), defined as the ratio of the rate of convection to the rate of diffusion, was also investigated so as to understand the convectiondriven flow within the agarose bead interior. Generally, if Pe >> 1 the fluid flow is governed by convection, and if Pe << 1 the fluid flow is dominated by diffusion. Based on simulation data, the average Pe within the bead increases 26-fold, from 36 to 936, when the beads are sitting in the inverted CPF chip design. This increase in internal convection leads to the decrease in the depletion region and an increase in analyte capture within the bead.
Experimental validation of the enhancement in analyte capture in the inverted PF and CPF designs using CRP as a model analyte was further obtained. CRP is an important biomarker of inflammation, and, although the relevant clinical concentration cutoff is relatively high, 60 it was primarily chosen as a model to test the capture efficiency using the two different biochip geometries. Fig. 3 shows fluorescence images resulting from 50 ng/mL fluorescently-labeled CRP binding to agarose beads resting in inverted PF and CPF chip designs, using confocal and epifluorescense microscopy. The increased CRP capture observed in the inverted CPF design was seen in all axial planes of the bead as shown in the isometric view. Based on the full width at half maximum, the higher convection resultant of the reduced flow-through regions in the inverted CPF design, drives more analytes deeper into the bead. This leads to an analyte penetration depth of 40 µm using the inverted CPF chip as compared to 30 microns for the inverted PF chip, a 33% increase. In addition, there is a twofold increase in maximum fluorescence signal intensity for the inverted CPF design which should improve sensitivity.
Page 11 of 40 RSC Advances

RSC Advances Accepted Manuscript
Analyte flow rate dependence study: Further experiments confirm the increased analyte binding when using the inverted CPF chip design. Fig. 4A shows the increase in mean fluorescence intensity during a CRP assay for both the inverted PF and CPF chip designs. Both chips show a linear increase in signal with assay time as the bead captures more analyte from the sample; however, it is clearly evident that the capture rate in the inverted CPF design is significantly higher. Based on the slope of the linear regression shown, the binding rate for the CPF geometry is nearly doubled compared to the pyramid geometry. In addition, assays with varying flow rates for a fixed amount of time (7 min) were performed with derived results as shown in Fig. 4B . A consistent difference in performance is observed between the two designs, as evidenced by a doubling in signal for the inverted CPF geometry. However, the increase in signal for higher flow rates is not linear and it further plateaus at higher flow rates, perhaps because the analyte capture moves from a transport-limited to a reaction-limited regime in which the agarose beads cannot bind the analyte fast enough before flowing out of the micro-container.
Also important to note is the sample volume requirements for each chip. To reach a normalized mean fluorescence intensity of 0.4, the inverted PF design requires 700 µL of CRP analyte while the CPF design requires only 175 µL. Thus, optimizing the geometry of the chip can lead to a significant decrease in required sample volume and overall reagent consumption.
Standard curves for free PSA analyte: The experiments discussed above supported the theoretical modeling of analyte transport into porous agarose beads and revealed a twofold increase in the capture of CRP using the new inverted CPF biochip design. Here, a more practical application for employing the new biochip geometry is demonstrated. Given the previous results, it was hypothesized that the new biochip would lead to a decrease in the LOD and the LOQ of a clinically-relevant biomarker such as free PSA. (PBS) buffer on a sandwich immunoassay platform using agarose beads in the two different biochip geometries. For these assays, a more integrated p-BNC platform was employed that allowed for the use of a lower (100 µL vs. 1000 µL) sample volume. 39 Linear regression was used to characterize assay performance (sensitivity) of the two designs: inverted CPF design vs.
inverted PF design. Results show that the inverted CPF design provides about 2.5x greater sensitivity (slope derived from the analyte captured/concentration) than the inverted PF design. Next, the influence of the change of geometry on the measured LOD and LOQ was explored.
To determine the LOD and LOQ of both standard curves, data were plotted using four parameter logistic curves in SigmaPlot (Fig. 5C-D) . The LODs were calculated according to the fluorescence intensity of the zero concentration plus three times its standard deviation, and LOQs were calculated according to the fluorescence intensity of the zero concentration plus ten times its standard deviation. 61 A summary of these values is provided in Table 1 . Importantly, the LOD obtained from the inverted CPF biochip was about twofold lower than that obtained from the inverted PF design. Similarly, the LOQ is about twofold lower in the CPF design with significant 
implication towards the real-world application of the assay. It should be noted that for real world testing, the free PSA assay must have an LOQ of 0.4 ng/mL or lower to be most useful. 53 For the assay time and sample volume used, the inverted PF design did not meet this criteria with an LOQ of about 0.8 ng/mL, while the LOQ using the inverted CPF design drops to 0.34 ng/mL, below the desired value. This key increase in performance is attributed to the optimized bead micro-container which expands the utility of this approach.
Another important benefit of the pressure-driven flow design is reduction of assay time.
Immunoassays that use porous beads, but lack a flow-through design must rely on diffusion and typically report assay times in excess of 2 h. 62 Given that the new inverted CPF flow-through geometry described here allows a further reduction in assay time compared to previous designs, it is possible to complete full protein-based bioassays in less than 30 min, a key factor during translation of these devices into POC testing settings.
Pressure dependence on bead size:
The aforementioned results demonstrated that the size of the bypass is important for increasing pressure driven flow into the agarose beads by modifying the micro-container geometry. Next, a different method was explored for achieving similar results by reducing the bead size using the inverted PF micro-container only. Smaller agarose beads are attractive because they have the potential to reduce reagent costs and localize capture in a smaller cross-sectional area that could potentially increase sensitivity.
When looking at the geometry of a spherical bead in the inverted PF micro-container, the amount of bypass relative to the bead area at the medial slice of the bead remains constant at 45% of the cross-sectional area at the bead medial plane, mostly independent of the diameter of the bead (unless the diameter of the bead is smaller or equal to the diameter of the bottom opening of the micro-container, in which case the bead would fall through). However, the absolute value for total area of bypass (this is the area from the medial plane of the bead to the bottom opening of the micro-container) decreases with decreasing bead size since the bead sits deeper inside the well. Fig. 6 (top panel) shows that a decrease in bead size from 280 µm to 180 µm corresponds to a 55% decrease in bypass area and a pressure increase by 160% as determined from computational modeling. Similar to the effect of micro-container geometry, while the flow rate prior to the bead array remains constant, the nonlinear pressure drop across the well increases the linear flow rate, or volumetric flow rate per cross sectional area, around the bead-well interface and drain exit. As a result, smaller beads situated at the bottom of the well exhibit higher pressure-driven internal flow due to the reduced bypass and higher flow rates at the base of the container. While further gains are obtainable with much smaller beads, the high pressures resultant from the reduced bypasses and the diameter of the well opening of about 100 µm will lead to mechanical displacement of beads into the drain area instead of the desired pressure-driven confinement of the beads in the micro-wells.
Effect of bead size on analyte capture: Next, simulations and experiments were completed in an effort to measure the dependence of analyte capture on bead size and correlate the same to the pressures and exiting flow rates. Fig. 7A -B shows the pressure increase corresponding to a maximum flow rate increase of 114% resultant from the reduced bypass. Based on simulation data, the Pe increased 3.5-fold with the reduction in bead size suggesting increased convective flow in the bead, which, as stated above is desirable for increasing capture efficiency in agarose beads. Next, to obtain experimental validation for the computational results CRP assay were completed as shown in Fig. 1C(a) . Here a 250% increase in the mean fluorescence intensity was achieved as the bead size decreased by 53%. Additionally, experimental results matched up very closely to the simulation data (Fig. 7C ).
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Similar to the micro-container study, the depletion region with different sized beads was examined. For example, at 10 min the depletion width derived from simulations for a bead with bead size to bottom opening ratio of 6.0x exhibits a depletion width of 30 µm while a smaller bead of 2.8x exhibits a depletion width of 20 µm. This situation matches closely to the microcontainer results which saw a decrease in depletion width from 30 µm to 19 µm and correlates with a similar increase in capture signal of about 2.5-fold. This behavior suggests that the effect on bypass area of the two geometric changes is similar although the signal intensity observed is slightly higher which may be attributed to higher analyte concentration per capture area given that the total area of the smaller beads is significantly less than that of the larger beads.
Combining these two geometric changes into one chip design may further increase capture efficiency.
Scalability and practical considerations:
In addition to increased sensitivity, another advantage offered by the smaller beads is the reduced cost associated with the reduction of capture agents coupled to the bead. From past efforts it has been shown that high concentrations of immobilized antibodies exhibit higher sensitivities, with diminishing benefits to signal intensities as higher amounts of antibody are loaded onto the beads. 63 However, higher costs of reagents and sub-utilized core interiors by capture agents lead to underutilization of antibodies in the core of the sensors. As such, the percent of sub-utilized core decreases with decreasing bead size. For example, a shell containing a penetration depth of 30 µm equates to a larger available proportion of the sensor volume for smaller beads than for larger beads. From computational modeling, it is observed that a reduction in bead size from 280 µm to 180 µm leads to an increase in bead-localized capture ligand utilization from 12.3% to 28.4%. At the same time, with a cubic relationship between volume and bead diameter, a 36% reduction in bead diameter leads to a projected 73% decrease in costs of reagents per conjugation of capture probes. Further, while the research expenditure on agarose is currently $13.70 per g because of the ability to mass produce small beads in batches, the cost of the agarose material per bead becomes practically negligible. For example, a batch obtained from 1.002 g of agarose contains up to 10 mL of beads with diameter of 280 µm. Using Kepler's conjecture with a random packing efficiency yields a total of 662,500 beads. 55 Further, the ability to reduce costs through less reagent consumption per bead allows for the capability to functionalize higher densities of antibodies to increase capture effectiveness.
Additionally, mechanical and practical constraints depend not only on the geometry and Moreover, it has been demonstrated that the enhanced sensitivity afforded by these geometry-based optimizations improved the LOD and LOQ of an important biomarker, free PSA, without increasing analysis time or sample volume. Also, the possibility of shorter analysis times needed to achieve the same signal intensity using a CRP assay on the analytical platform, has been discussed. Thus, reduced-bypass structures with higher fractional capture may reduce the assay time and the required sample or reagent volume. With the aim of developing low cost, rapid decision devices, these initial geometric optimization findings can be incorporated into fully-integrated, injection-molded microfluidic cards to facilitate practical measurements at the POC on timeframes consistent with a typical doctor's visit that lasts 15-30 minutes. The part was micro-milled using a high level CNC mill onto a brass slab by Jauvtis Microprecision (Brighton, MA). The tolerance on features was 10 µm and the precision ± 5 µm.
MATERIALS AND METHODS
Device
Inverted PF structures were anisotropically etched onto a 400 µm-thick 10 mm diameter silicon wafer using standard anisotropic etching procedures. Briefly, a p-type <100> silicon wafer with a protective nitride coating, purchased from Nova Wafers (Flower Mound, TX), was cleaned using acetone and isopropyl alcohol. S1813 was spun onto the wafer for 3 s at a rate of 1000 rpm with an acceleration of 500 rpm/s followed by a secondary spin at 3000 rpm for 60 s with an acceleration of 500 rpm/s. The wafer was soft baked on a hot plate at 115 °C for 60 s.
The process was repeated for the reverse side. A 100 mm mylar photomask film, designed in AutoCAD (San Rafael, CA) with arrays containing 3 × 4 squares with dimensions 550 µm × 550 µm was purchased from Fineline (Colorado Springs, Co). The wafer was exposed through the mask with a MJB4 mask aligner (SUSS MicroTec; Garching, Germany) for 17 s followed by 
Computational modeling:
Computational simulations were performed with COMSOL 3.5a
(Burlington, MA) with the Chemical Engineering add-on, using methods previously described. 37 Briefly, a three-dimensional model consisting of incompressible Navier-Stokes and convectiondiffusion equations allowed for the simulation of analyte transport and modeling in a single well.
The well, modeled and imported from AutoCAD, consisted either of a PF or CPF micro-well.
For the PF micro-well, the diameter at the top was 550 × 550 µm, 100 × 100 µm at the bottom opening and a 280 µm height. For the CPF micro-well the radius at the top was 275 µm, 53 µm at the bottom opening and a 280 µm height. The pore size of the bead was 243 nm with a porosity value of 0.98, based on the average pore size of SEM images of a 2% weight agarose bead.
The flow rate at the outlet boundary at the top of the well was set to 75% of the entrance with a set pressure at the drain at 1 atm. The tubing was set to 7.94 × 10 -2 cm and the velocity at the inlet at 0.67 cm/s. The binding association rate for CRP was 10 5 L/(mol·s) and dissociation rate when stored at room temperature. Note that the justification for using buffers rather that serum samples for this study is that this matrix could be reproduced easily throughout the entire time course of these measurements. Many prior studies have been completed using clinical samples derived from patients recruited from multiple trials.
Preparation of agarose bead sensors: Homogeneous, 2% weight agarose beads were prepared using micro-emulsion chemistry. Briefly, a 2% weight agarose solution was prepared by dissolving 1.001 g of agarose in 49 mL of nanopure water and heated to 87 °C until fully dissolved.
Simultaneously, a suspending solution consisting of 9 mL sorbitan trioleate in 91 mL of heptane was heated to 58 °C. Once dissolved, the agarose solution was allowed to cool to 62 °C and For the penetration depth study, 36 mL of 50 ng/mL fluorescently-labeled CRP was recirculated for 2 h using a peristaltic pump (FiaLAB, Bellevue, WA) at 200 µL/min. Sensor beads labeled with 2 mg/mL of anti-CRP polyclonal antibodies were used.
For the sandwich immunoassay standard curves, PSA antigen was purchased from Fitzgerald (Concord, MA) and concentrations of 5, 2, 1, 0.5, 0.2, and 0.1 ng/mL were prepared by serial dilutions. A volume of 100 µL of sample and 8 µL of the detection antibody was loaded into the fully integrated p-BNC card as previously described. 39 The sample was delivered at 5 µL/min for 20 min. A PBS buffer wash was delivered at 100 µL/min for 1 min. The detection antibody was delivered at 20 µL/min for 3 min. A final PBS buffer wash was delivered at 100 µL/min for 4 min. The total assay time was 28 min and the total assay volume used was 660 µL. Sensor beads labeled with 2.53 mg/mL of anti-free PSA monoclonal antibodies were used.
Bead loading: For loading the beads onto the chip, a drop of PBS buffer, pH 7.2, containing 0.1% BSA and 20% isopropyl alcohol (VWR, West Chester, PA) was placed on the chip.
Adding 20% isopropyl alcohol in PBS buffer helped to seal the beads in the micro-container tightly as the material of the micro-container is hydrophobic. For all assays, beads were loaded onto the chip arrays using tweezers under the microscope and a cover slip was placed over the loaded beads before starting the assay. To pre-wet the chips, block, and wash away nonspecific binding, PBS buffer, pH 7.2, containing 0.1% BSA was used and delivered at a flow rate of 100 µL/min for 1 min; prior and after the antigen delivery.
Image analysis and data collection: A DVC 1312 camera (DVC; Austin, TX) mounted to an Olympus BX-2 microscope (Center Valley, PA) with 4x objectives, saved 8-bit TIFF at 0.1 s exposure for the flow rate study and 3 s exposure for the penetration depth study. Images were split into respective red, green and blue (RGB) components with the green channel used for analysis. Beads free of bubbles and debris were manually located and analyzed using a custom Java-based macro in ImageJ (NIH; Bethesda, MD). A collection of mean values consisting of the maximum fluorescent intensity of horizontal line profiles, scanned from the medial slice of the bead, provided the resultant signal intensity value on the bead. SEM images were acquired using a Hitachi TM3000 and SU6600 (Pleasanton, CA) for the imaging of the micro-structures and agarose pore size, respectively. Confocal images were acquired using a LSM 510 META laser scanning microscope system equipped with 10x/0.45 Plen-apochromat objective lens from Carl Zeiss MicroImaging (Gena, Germany) equipped with an argon laser at 50% output.
Configuration controls to accommodate excitation and emission maxima of AlexaFluor®488 were applied at 495 and 519 nm, respectively. A laser power of 100% was used for fluorescence excitation at 488 nm and Z-stacks of 1 µm height were acquired using a pinhole of 396 and detector gain at 700.
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